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A systn for M«aorlng tha axpanaion of low coafflclont of thaxwal 
expanalon (CTB) watariala haa been conatiucted aro«md a H.P. SS26-A 
laser weasurlng systew. The vacuuw CTK weasurewanta In tha 

-1S0*F to <*’120*F range were wade over a 6 wonth period on a 2.3" 
O.D. X 1/16" wall by .9 ■ long. 59* wrap, graphite epoxy (G/K) 
tube yielding GTE (a) values of 2.5 to 5 x lO'^/'F above aablant and 2 
tlx lO'^'F below aablent temperature. To assure that tlm below 
anient. 'v>10y high open loop nature of the dL/L vs. T curves was not 
apparatus related, siallar sise quarts tubes (A and B) were checked 
and found to have only a 2|i (negllgable for quarts) open loop 
co^onent. These two quarts tubes. A and B. had aablent GTE values 
20Z and 45Z respectively higher than the average handbook value (.305 
X 10 ^/*F). The overnight sdcrocreep dlainished an order of 
aagnltude during the first several cycles after the systm had been 
reopened. 
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BACKGROUND 

NASA requires ultra high dimensional stability for the Space 
Telescope, especially In the space orbital environment's wide 
temperature extremes. One candidate material. Graphite fiber (negative 
CTE) filled epoxy. Is clad at an angle of about 59* to just annul the 
expansion along the tube axis. Such a sample was received Indirectly 
from Boeing as a verification strut for checking thermal expansion from 
-150°F to 120*F. 



S«a^>l« Description 


MATERIALS 

T-SO (PAN)/934 (FIBERITE HyE 2134) 
T-300/934 (FIBERITE HyE 1034C) 


LAMINATE DESCRIPTION 


±59 


T-300 



S 


CURE CTCLE 

275 *F/ 100 PSI (AUTOCLAVE) for 4 hours plus 
275*F (OVEN) for 8 hours 


TUBE SIZE 

2.3" I.D. X 1/16" wall STRUT DESIGNATION .002 

NUMBER ON TUBE 

MTS-DS 011-1-02 3 


SAMPLES 


QUARTZ 

TUBE-"A" AMERSIL COMfERCIAL 

60 an X 2 ■■ wall x 3 ' - from Stock on Hand Diaaond saw cut. 

TUBE-"B" AMERSIL COMMERCIAL 

T08 'v>60am0.D. x2m wall x 38" ordered for raplaceaent 

DlasK>nd saw cut on 1 end and fire polished on east. end. 
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EQUIPMENT 


ITEM 

MFG 

MOD 

SERIAL # 

Laser Display 

H.P. 

5505A 

(MSFC81923)1324A00580 

Laser Head 

H.P. 

5500C 


TC Temperature 

Dlglmlte 

Multlmlte 

(NASA105796) 

Display 

TC Pressure 

Veeco 

TG-70 

00-5882-02210 

Gauge 

Temperature 

Leeds and 

Speedomax with 

(MSFC75170)D71-6891b-2-3 

Recorder 

Northrop Co 

Recorder 


Vacuum Pump 

Welch Scien- 
tific Co. 

1397 

12613 (No Trap) 

Digital Recorder 

H.P. 

5050A 

MSFC- 

Vacuum Gaugetube Veeco 

DV-lm 


Resolution 

H.P. 

K04-58815A 

S-7881 

Extender 

Re troref lectors 

H.P. 

10556A(?) 


T-C. wire Cu Constantan 

Size 28 gauge, 

Insulation '(.04"x.06") 
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OF POOR QUALITY 

INTRODUCTION 

A precise laser (Mlchelson interferoaeter) method of asssurint 
small .0157p resolution) expansions of Che saaple la used. The two 
non-transad.Ctlng alrrors (Figure 3) are located by (folding the besa 
90^ Into parallel with Che ocher beam with an extra mirror) on each 
end of the saaple (h the Increase In optical path). The change In 
saaple length Is displayed (and printed) In units of X/40 (.OlSTp). 

Other changes In the optical path, whlcn would noraally occur with hualdlty 
and ataospherlc pressure changes, have been coapletely elladnated by 
enclosing the saaple In a vacuua box. Such long tern stability Is 
needed to measure a mlcrocreep of 2 p over 24 hours. 

VACUUM BOX 

The 1* X 1' X 3* quarts window vacuua box holds Its vaetraa with 
no signs of leaks at the l|i range. However, after about ten alimtes 
with Che pump valve shut, Che systea pressure rises to about lOp. A 
calibrated adjustable leak valve has been installed to vent in nitrogen, 
argon, or hellua gas to smooth the thermal gradients. An end cap has 
been built to hold a 6" longer saaple. A Cu base plate has been 
removed since it distorted with changing Ceaperature causing erratic 
outputs. This plate was replaced by a granite slab having the required 
dlaenslonal stability. See Figure 1. 

In order to check alcrocreep and friction, one of the saaple knife 
edges hes been replaced by a quarts (for low Cheraal conductivity) 
cylinder roller. A second contoured roller has been aachlned froa 
Coming *^chlnable Glass” rod for better cradling the graphlte/epoxy 
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tube while providing only one degree of frictionless freedom 
(longitudinal) . 

At the heart of the expansion measurements Is a dual beam (two 
frequency) Hewlett Packard Model 5526A Laser Interferrometer system 
with accessories. This system functioned nicely and the retroref lectors 
relaxed the strict alignment requirements on the two end mirrors. 

This system, especially the retroref lectors, was designed for near 
ambient operation hence these end retroreflectors were allowed only 'V' 
1/3 the temperature excursion of the center of the sample. This 
produced a rather sharp, unwanted temperature gradient (< lO’F/cm) along 
the tube’s outside few Inches which may cause some error In o(CTE); 
however, this arrangement reduces the large errors due to greater 
expansion of mirror mounts and retrof lectors connections, with the 3 x 
larger temperature excursions req.iired for the Isothermal system. 

This long ('''.9m) tample capability provided an order of magnitude 
reduction in the percentage of error from end effects. 

Four or five copper constantan 12.5 mil. thermocouples were 
Mounted on the sample. The average of the 3 located at positions (1/4, 
2/4, 3/4) of the length of the sample were averaged to provide the 
sample temperature graphed In Figs. 4 and 6. One or two other 
thermocouple junctions were located near the sample In various places 
(depending on the run) such as on the brass tube, on the sample end, 
on the invar mirror (retroref lector) mount or on the granite slab. 

In order to preserve the sample integrity, no boles were drilled in 
the sample for thte thermocouple junctions but silicon thermal conducting 
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Figure 1. The eeaple was free except for two end supports end e f«r 
(4 or 5) tbenocouple vires. The granite vas needed for 
stability against previous thcnal warping. 


Figure 2. Sample temperature control is provided by gas drawn 

either from a LN^ tank or from heated colls.' Exhaust valves 
(not shown) allowed for some regulation on one end of the 
sample. 
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Figure 3. Tvo eras of a Mlchaelson Interfcroaeter aeasure only 
relative diaplaceaent of the aaaple end airrora 
(retroref lectors) . 



Figure III - Laser Path 
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paste wau used along with a rubber band or a styrofoam cup to hold 
the thermocouple Junction to the bottom of the sample tube. 

In order to help Insure quasithermal-equllibrium the serious data 
points were only taken as those with N £ .05 sec . N is averaged 
over a 5 second period. N < .05 sec implies L < .047 y/mlnute or T < 
O.lor 0.2 *F/minute. Here N, the counter reading, is thought of as a 
unit of length equal to X/40 ( .0157y) . 


TEMPERATURE CONTROL OF SAMPLE 

Sample heating and cooling is provided as seen in Figure 2 by air 
through 1/4" O.D.Cu pipe wound in a coaxial (with the sample) helix. 
Cool is drawn from a liquid nitrogen tank while hot air is provided 
by wrapping part of the external 1/4" pipe line with a heating tape. 
Above ambient temperature (see Figs. 15 and 16) the sample has some 
temperature gradient while below, the sample temperature varies by 
about 20X of the variation from ambient. By using a Cu tube (ordered) 
to replace the brass, the gradient should diminish on most of the 
sample. Also, 4 valves Instead of one or two, should regul/-.te the flow 
to the 4 segments of the sample for further gradient: removal. See 
Figs. 2 and 14 through 19. 


RESULTS 

Figure 4 shows a change In sample length fAL) vs. change in 
temperature AT for a 2.3" I.D. low CTE graphlte/epoxy tube. Note the 
increasing hysteresis with increasing low temperature range. The 
slopes In runs 14 and #3 seem to double the previous slopes after 
venting to air to add a roller (Figure 1) under the tube. The small 
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slopes in heavy lines (P) are of other Investigators after praparlng 
similar samples with 50 cycles from -150*F to '*'120*F. 

The runs inmedlately after opening the vacuum box to the air are 
indicated by the circle around the run number; see 1,4* and 5 In 
Figure 4. 

Although vertical hysteresis is up to lOpM* the residual microcreep 
after overnight 300*K recovery is only 1.6y (only ''*2 PPM). In other 
words, run 5B starts with the rod ..l.Sy longer than It w ,s In the start 
of run 5A. Certainly, the 1.6u change did not result from asblent 
temperature being 10‘F warmer the next day. 

Such irregularities as the 2 x slope change Indicate that all these 
TEC measureawnts seem only preliminary. Numerous data points were 
taken in the "turn around" parts of the curve to gauge the exact 
reversal shape. 

Figure 5 shows preliminary sample length change (AL) as a 
function of temperature (T). Note the initial close agreement between 
runs 7, 8, and 9 during the first log of the cycle. Bysteresis In 
varying amounts is seen in curves 9 and 11. The two C's indicate 
microcreep (up to lOy) of the saiaple sKasurcd on the next day on runs 
9 and 11. Again the greater creep in run 11 (12 and 13 also) is 
attributed to the box having just been opened to air, as indicated by 
the circle about the number 11. The P's indicate the best slopes found 
by other investigators after 50 thermal cycles on similar 6/E sasqples. 
The above slopes and a's are about 3 times larger than P except below 
0*F, where our slopes are up to 30 x larger. The runs in Figure 5 
prior to run 11 should be some of the best since the door had been 
closed for over a month and the sample had been thermally cycled about 



13 


0;.;. 

OF Pu. . 



Figure ^ 

Figure 4. AL vs. AT for .9m Graphite Epoxy tube. Note the 

Increasing hysteresis loops as the cycles push low^r. The 
circles about the run numbers indicate the next run after 
the system was opened to air. 
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FIGURE 4A shows a single uncluttered Graphite Epoxy 
AL vs. T run 2B just prior to run 3 ( Fig. 4). Nol 
that Is2.2 X 10 “7 /of above ambient and 1*® x lO”^ 
below ambient. 
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TABLE I 

Average Coefficient Themal Expansion 
Graphite Epoxy Summary Table 


a(I0~^°F~S 


5T 


Figure 


Runs 


Time Period 


-100 + + TS^F 75 125*F 


a ± a 
1.2 ± ,5 
2.6 ± .2 
1.8 ± .1 


a ± o 
2.2 ± .1 
4.0 ± .5 
2.5 


4 1,2B,3/2,2B,3 A(M«ov.) 

4 & 5 9,9B,11,12/5,7,8,9,9B BC-^Dec.-Jan. ) 

5A 18,19,14A/21 CC-vFeb.) 

.09,. 05,. 63 1.2 Vendor Aug. 

Table I. Average values of coefficient of thermal expansion (a) taken 
by averaging over several runs are shown. Note the sur- 
prisingly small average value of a (15Z) within each time 
period. The M 4 >perature dependence of on Is also less than 
expected. The smaller Ideal vendor results are shown for 


comparison to ours. 
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25 times. The 50 cycle goal without a door opening was not achieved. 

The sample strain may be obtained by multiplying the ordinace, expreaaed 
in integer (N) multiples of X/AO, by 2 x 10 in Figs. 5 through 
7b. For example the 500 becomes 10 ppm. 

The curves in Figure 5a have fewer points than those in Figure 4 
since part of the Figure 5a objective is to generate the SO thermal 
cycles before opening the box, to condition the G/E sample and thus 
reduce a. Indeed in Figure 5a a does drop by about 1.5 x in 
comparison to Figure 5. 

Runs 12 and 13 are still bulging with hysteresis under the 
influence of the door opening (see Figure 7c also) prior to run 11. 

The lOOOu of gss pressure may have affected run 14. 

The first leg of run 17 in Figure 5a has a very small (near ideal) 
slope (GTE) during the first part of the cycle, but as the whole cycle 
must be Included in the average the CTE will be twice as large due to 
the hysteresis. The slightly smaller than Figure 5 slopes here may be 
due to the subsequent intervening thermal cycles. If the sample had the 
ideal CTE (see Table 1) with no hysteresis the curves would not drop 
below -200 (-3y). Some of the runs are unnund>ered for lack of apace on 
the graph. Figure 4A shows curves plotted directly from magnetic data 
tapes through the HP 9815A desk top calculator. There is no smoothing 
as the line simply joins consecutive points. The arrows indicate the 
cycle direction. 
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OF POOR QUALITY 

QUARTZ RESULTS 

Figure 6 shows ths expansion of .83M of Aasrsll quarts ttd>e "A" 
as a function of temperature. Runs 1 and 2A give room temperature 
slopes, whlehare quite close to the accepted handbook average of .305 
X 10'*^/*F. Run 2b and run 3 has about 1.4 x the expectedi slope for 
sosM reason. Thus a for tube "A" Is 4-201 above the handbook value. 
Notice the 1.6 m nlcrocreep at the end of run 2. It Is very doubtful 
that a 7*F error Is causing the shlf*- The hysteresis (4u naxInMn 
measured vertically and 20*F meas'v^red horlsontelly) nay be due to the 
outside noimted thexnocoiqtles leading (perhaps due to the proximity to 
the cooling and heating colls) the bulk sample volume temperature or 
due to frictional drag on the sample over the two knife edges. This 
drag, presumably, would have produced a horlsontal flat clipping of 
the cycle extreans which was not observed. 

Figures 6A and 6B were Included to show details of a single run 
for quarts tuba A. Note the clockwise hysteresis here In contrsat to 
the G/B In Figure 4a, which looks Ilka a 20* phase lag. The hysteresis 
Is only below ssblent temperaf tre. In these early runs N was neither 
recorded nor mlnladsed before readings so the opan loops could be due 
to ths thermocouple lag. Figure 6a Is Just a replot fron Figure 6 
while Figure 6b Is one of amny unshown runs. 
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RESULTS - QUARTZ 

The second quartz [tube "B" Amersil Clear TO 8 Cosaercial 59 ■■ 
O.D.] system check results are shown in Figure 7 and 7b. The data look 
much better If one eliminates 13 March as being erratic as thay 
eventually drifted 2 x off scale. The other points (Included for 
diagnostic purposes) are the squares on the 75*F vertical which Indicate 
the next morning readings after drifting to amble.it (7S*F) overnight. 
This overnight dotted line, connecting to the 7i'*F square, likewise 
should be removed as far as establishing a precision value of a the CTE 
of quartz. 

A straight line fit in the vicinity of room temperature gives a 
fairly precise estimate of a of 0.A5 x 10 ^/*F. This is 50% larger than 
the handbook average value of a for quartz. However, a value from the 
literature^ (see Figure 8) on some of the best quartz available show 
typical variations of about 30Z. Thus, one is unsure whether (a) the 
laser measuring system is reading 50Z high or (b) this quartz has a 50Z 
larger a. 

This overnight creep in Figure 7 was at first thought to be due to 
the i;,less like flow of quartz under slight pressure. Soft Cu shim rings 
were used between the invar rings' 3 screws and the quartz sample. 
Overnight quartz creep in Figure 7 ranges from 6u to 12p, a good bit 
higher, as expected, than the 3 to 4 hours creep in Figure 6. But since 
this quartz creep Is essentially zero, (see Figure 7b), (<lu ) after a 
few cycles it is probably not a plastic flow. 
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Tigura 6. First systra check using quarts tubs A. Ths i^lsnt hand 
book slope is shown for conparison. 
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OF POOH QUAUTY 

Figure 7 ihowi ten runs of thermal 
expansion vs. temperature for Quartz 
Tube B taken over a two week period. 
Runs 9, 3, and 1 ore purposeful!/ 
included to emphasize what con happen 
if the first runs after opening the box 
ore not discorded. The squares at 75 ®F 
indicate the next da/'s length after 
an overnight to ambient temperature. 
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Figure 7 clearly shows again Chat the initial runa after opening 
the vacuum door, 1,3, and 9 In chla case, have Che greatest 
divergence of all. They are dropped off In Figure 7b. 

The quartz coefficient of thermal expansion (a) la clearly 
decreasing with temperature In Figure 7c; by taking Che slope below room 
temperature by about 40*F, an a close to Che handbook average (3.05 x 
10 ^/"F) may be obtained. 

If Indeed Che Laser Interferrometer Heaaurlng system Is off '*-S0X 
then the graphite epoxy expansion in Figure 5 would be only off by 1.5 x 
instead of the 3 x stated. 

In Figure 6 a for a different quartz tibe, "A". Is averaging 30X 
higher than the handbook values. Accidental chipping and cracking of 
Che quartz tube precluded the ideal continued use of Che same quartz 
tube for the project duration. A second quartz diamond saw cut tube, B, 
was used later. It was fire polished on Che cut to prevant Che above 
cracking but was not furnace annealed. 

Figure 7b shows also AL (in units of X/40 " .0l57u) vs. T for 
Quartz Tube "B". Figure 7b is a cleanup of Figure 7 In which the three 
first cycle curves. 9,3, and 1 were removed along with some 
overnight creep points. Seven runs for a 2-week period are seen. The 
reproducibility and very small (<lu) hysteresis of these quartz curves 
provide an "add" test to the precision and stability of the CTE system. 
However, since this slope is about "iOX larger than the average ancient 
H.B. slope for quartz on the left, no claim about absolute accuracy is 
made from this figure. The term "add test" is used since quartz has a 
very low thermal conduct Ivitv (exaggerating thermal gradients and relax- 
ation times) and a CTE which approaches zero. 
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Th« following consideration could explain the SOX high GTE of our 
quarts (fused silica) tuba "B”. The Aaarsll coBMrclal quarts spec. T08 
quarts tuba (because of Its .018X 0-H spec, sheet 0-R content) probably 

falls Into the type II category^ (‘v* .04Z 01-H content). Bruckner 

5 » 

reports (see Figure 9) a rising from about 60 to 80 x 10 / C for 

both types I and II quarts as the flctlve teaperature rises froa about 

1000*C to about 1500*C. Our one end flasie polishing of B (after dlaaond 

saw cutting) without subsequent annealing could have given a higher 

flctlve teaperature to that end. A 1145*C anneal schedule aay be 

desirable next tlaw. The larger o aay be wore like that expected of 

type III quarts ('V' 1000 PPM 0-H content). See Figure 9. 

A second Indication of higher flctlve tesqierature la noted In 
quarts tube B In Figure 7. The tesq>erature of sero a appears to have 
shifted 90*F higher (to about -1S*F) than the sero a value In Figure 8 
(200K or -1.07 *F). Buckner^ (hla Figure 11) also finds a ♦50*K (+90*P) 
shift In the sero a teaperature as tha flctlve teaperature la Increased 
froa about 1000*C to 1500*C. Both Figure 7 and Flgura 11 froa Wolff 
show precisely 3311 and 32 PPM quarts contraction respectively froa 
asd>lent to the sero a point. 

Least-aean-square flta to a polynoalal of thw AL/L vs. T data 
provided the teaperature dependence of a for quarts tube B. The Texas 
Instruaants T.I. 59 calculator with Matheaatlcs Specialty Packet prograa 
# 393G10A was used. 

With considerable hysteresis a tear-drop shaped curve aay have been 
a better choice, e.g., one leaf of an n leaf rose whose equation la 
given: r • a Sln(n6) where n la an odd Integer decreasing with the 
fullness of the tear drop. 
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MICROCREEP VS. CYCLES 

As seen in Figure 7C the overnight microcreep in both the G/E end 

in the quartz "B" was about 12g in the run after opening the box door 

but decreased gradually (roughly exponentially) for several days 

leveling out in about one week to Ip creep per cycle. 

The most persistent microcreep (''< 2p after a week) was after the 

box was left open for a (14-15 Feb) 24-hour period as seen in Figure 7c. 

The fact chat the microcreep occurs almost identically In the 

quartz "B" and G/E sample Implies chat it may be apparatus-related. But 

others also find considerable (Figure 11) creep which decreases after a 
3 6 

few cycles for G/E * and quartz. 

Most other Investigators do not use the vacuum thus a direct 
comparison is not possible. Is it the venting Co air or Che 

accompanying sample support adjustment which reintroduces creep? Figure 
7c does not indicate whether Che vacuum, pure time, or thermal cycle 
cured the creep. 

Figures 12 through 19 show the temperature profile of the G/E 
sample at various temperatures during both heating and cooling. Figure 
12 shows that the sample temperature is much more uniform In the active 
region between the mirrors upon cooling than upon subsequent rewarmlng. 
Thus a greater confidence is suggested on all cooling curves in Figures 
4 , 5 , 6 , and 7 . 

The greater gas pressures in Figures 13, 14, and 16 increased 

4 . 

thermal conductivity but did not seem to help the temperature profile 
(except perhaps In Figure 16) when compared to the profiles under vacuum 
(' In Hg.) In Figures 12, 15, 17, 18, and 19. The six thermocouples 
were mounted on the G/E tube in Figures 12-17; 3, 6, 7, 1, 4, and 2, 
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Flgur* 7 C shows a plot of over- 
night microcreep os o function of 
time in do/s. The eleven ver- 
tical lines indicate the da/ of 
opening the door of the vacuum 
box. Note the strong correlation 
for both Quartz B and for 
Graphite Epox/. 
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respectively were not equlspaced but placed at 18 5/8, 15 3/4, 12 5/8, 

8 1/2, 5 1/4, and 2 5/8 Inches respectively from the back end of the 
sample. T.C. #3 was at the center and T.C. #2 was at the mirror mount. 

PRESSURE DEPENDENCE OF LASER DISPLAY 

Since a few microns of gas pressure could conceivably be used to 
smooth the temperature profile, a check on the effect of pressure on the 

laser display was made for comparison to the theoretical value 

(n-l)2 L _ 0.66y 

760 mm 1 mm Hg. 

The box N 2 pressure was cycled ten times, from less than 1 y to 
various values less than lOOOu; the resulting pressure derivative of the 
(182 cm) optical path was found to be 0.66 + .02M/mm Hg. of N 2 . 

The absolute error in the above quantity isonly+4Z while the standard 
deviation is only 3X. These results provide a welcome test to most of the 
overall system (including the T. C. gauge) except for the thermocouples. 

ERROR 

In measuring an ultra small quantity, one must be very careful to 
identify and compensate fo:- all sources of error. Confidence is usually 
generated by the reproducibility of the experimental measurement. Here, 
with considerable initial G/E sample hysteresis expected in IL vs. T, 
one was initially concerned that some of the nonreproducibility may be 
apparatus-caused. The last system check using quartz had been about four 
months earlier. This laser GTE system had been modified and continually 
upgraded since calibration; thus, all AL vs. T results were taken as 
tentative until the second quartz check. (Seen In Figure 7b.) 

The temperature profile on the last quarter of the sample has now 
been measured at ten different center temperatures. The effective 
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heated or cooled length may be slightly less than the .83 M used. At 
-70*F the outside 1/4 of the G/E sample was found to average 30*F warmer 
than the center giving a 'v> -5Z error In AL, trhlch results in -SZ error 
In a = [L(75®F) - L(-70“F) ]/145*F. A + 5Z or lOZ correction may be 
easily made If a - const., but since a Is not constant over the whole 
temperature range, the temperature profile should be further equalized. 

One may hypothesize that the G/E rod actually has near zero o below 
a certain temperature but that this near zero a was missed due to 
contractions near the two warmer ends. If In fact the sample of G/E has 
the Ideal AL vs. T slopes Indicated by the P's In Figure 5, then the 
rod's total contraction from 120*F to -100*F would have been only '''1/4 
of the actual AL found In Figure 5. Thus the above hypothesis Is ruled 
out . 

Cosmetically our AL vs. T curves and points look rather rough In 
comparison to some of the smoothed literature where the data points have 
been either erased or omitted. Our T Is not a time average or an 
average over several runs but Is only a spatial average over several 
sample thermocouples since the sample Is rather long. 

Earlier the possibility was raised that some of the drift and 
microcreep was in the elc'ctronlcs . Since the u creep vanished In a few 
cycles (see Figure 7c) (even with the over the weekend cases) the 
electronics were cleared of suspicion. 


DISCUSSION 

Samples 


An internal report indicates that even after 50 cycles CTE 
measurements could not be made on some of these Graphite Epoxy samples 
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due to gross hystered s of AL vs. T. Perhaps one of the above rejects 
vas delivered by nlstake. In fact, one person indicated that the CB 
strut should have mirror mount holes from previous CTB measurements. 

Perhaps the hysteresis returned with age of the strut. Perhaps the 

3 

lu vacuum enhanced the hysteresis. Peund found sample length changes 
with a vacuum and thus allowed the sample to stabilise 16 hours before 
testing. Perhaps the cryogenic LN 2 H"* entering the box provided some 
cyclic water absorption and later emission which Influenced the sample 
length. 

Eselun Neubcrt and Wolff^ performed recent AL vs. T opto-acoustlc 
measurements on two 3' Fiberlte Graphite Epoxy tubes GY 70/934. They 
found the sample length change AL In terms of 

AL - oAT ♦ BAM (•/«) ♦ 

where oAT Is the conventional displacement due to thermal expansion, BAM 
(*/w) Is the displacement due to moisture absorption and yAT Is an 
Irreversible displacement caused by mlcrocracking below the onset 
temperature. 

Their finding for the ± ? 30 tube was: 

axial B ( t m“) - 337 x lO"* 
c' 

(t (10“^*F“S - ♦ 2.4. 

For the 0/1 60/6 tube they found: 

axial B X - 98 X lO"^ 
c 

«(10“**F"^) • -.4 
Y (10"^*f"‘) - .123 


IVlst (arc sec/*F) • 3.6 
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The fractional length charge was 84 ppn due to absorption of 0.86X 
(wt.) water, 20 ppm due to matrix microcracking down to -184*F, 80 ppm 
due to a temperature change of 200*F. 

So none of the a, B, or y contributions are negligible. 

Their drying procedure after exposure to 68X humidity was to place 
the sample in a room temperature vacuum for one week while monitoring 
the weight, and to raise the sample temperature to 150*F to finish 
drying out and then thermally cycle from 75*F to -200*F at 6.4*F/min 
while monitoring the strain. 

We, like Wolff^, find large initial hysteresis below -60*F in 

Graphite Epoxy. Wolff's initial (45” wrap) G/E curves (see Figure 11) 

open horizontally to a width of 40*F. In fact both G/E hysteresis 

curves cycle counterclockwise and ours (Including most quartz) cycle 

3 6 

counterclockwise. Why? See Figures 4, 5, and 11. Most others ’ also 
find similar initial hysteresis in G/E; however, ours is more 
persistent . 

An open C.C.W. hysteresis loop is expected if a frictional drag is 
restricting an elastic samples expansion. Although such extensive drag 
was eliminated by the roller, an intrinsic component may be present in 
the plastic epoxy. 

The counterclockwise cycles could be due to the thermocouple 
leading the true mean sample temperature (and vice versa for the C. W. 

cycle) . 

The 3x to 30x factor by which the G/E GTE is larger than that found 
by previous experimenters (see Figure 4) is not surprising since our G/E 
sample has not been stabilized by 50 thermal cycles. Figures 5 and 5a 
should have a reduced hysteresis and a reduced a because runs 9 and 10 


32 


h«v« uadcrgon* 25 thcraal cycl«a tine* opening the door to the 
atflK>eph*r«. In feet, the 2x Increeae In CTB, upon eddltloo of the 
roller, ney have been due to the siaultaneoue venting of the eyeten to 
roon air. a aeans to be rlalng each nonth in eplte of the fact that 
each run conatitutea a cycle which ahould tend to lower a. The ayaten 
ia uaually vented to roon air for varioua reaaona about once per week, 
poaaibly wiping out any reduction in a due to cycling. Perhapa the SO 
cyclea ahould be done within one or two daya. 

An uncycled 1 ft. acetion cut off the end of the G/B tube haa been 
atored on the lab ahelf. Ita a ahould be neaeured with cyclea only 
above 32*F to avoid the poasibility of any water freeaing conpllcationa 
which nay have cauaed the gradually increaaing a. 

There nay be aonc aigna of cycle induced CTB (a) reductlone in the 
large flat-bottou cyclea auch aa run 1 of Figure 4 where a S x 
10"*/-F. 

Our data pointa do aeen to have aona acatter In conparlaon to the 
aaioothed and averaged linee in the literature.^ However with novel 
ayatena and one of a kind nateriala it ia beat not to loae any 
infomatlon in the averaging and anoothing proceaa. 

Volff^ alao ia aeeking a IN long calibration atandard for hla iaaar 
interferoMter and finding chat even the beat grade of Type I quarti haa 
aaaple to aanple variaCiona below 300*K. Hla type I quarti la a good 
full cut above oura in quality. Brucher^ finda early typea I and II 
quarti to have Che aaae behavior in AL va. T. 
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Figure 12 - Thermal prof lies of back half of G/E 
sample at P < Ip H 
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Figure 13 - Thermal profile along the back (l.e. away 
from the laser) half of the Graphite Epoxy 

sample with a trial atmosphere of 200 y (H ). 
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A*Mwin«n i)i»TM«a 5 n w« a 

Figure 14 - Thcrael profile elong the beck (l.e. ewey 
froa Che laser) half of the (graphite Bpoxy 
sample with a trial atmosphere of 500 u (H ) . 
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P*>«»o*irn«Ti DiftTMuct Sw^»».c 

Figure 17 - Thermal profile along the back (i.e. away from 
the laser) half of the Graphite Epoxy sample 
under the usual vacuum (< Ip H ). 
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Figure 18 - Thermal profile along the front (i.e. the 

laser end) half of the Graphite Epoxy sample 
under the usual vacuum (< Ip H ). 
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Figure 19 - Thermal profile along the front (i.e. the 

laser end) half of the Graphite Epoxy sample 
under the usual vacuum (< Ip H ) . 
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VENDORS 

Theta Industries, Inc. offers an eighty thousand dollar laser 
thermal expansion system using a similar H.P. laser. Some off-the-shelf 
components of Chat system may be very valuable to this M&P Lab/MSFC H.P. 
laser measuring system which is limited to near ambient by 
retroref lector mounts. 


CRITIQUE 

If the measurements were repeated the following adjustments would 
be advisable. 

1. Use smaller T.C. wire (< 5 mill) 

2. Use 4 inlets (with 4 variable valves) to form 4 independent 
heating and cooling colls for each quarter of the sample. 

3. Anneal the quartz at rod "B" at 1145°C then recheck a. 

4. Check CTE with retroref lectors only 1 cm apart. 

5. Apply ''' 50 thermal cycles to the G/E in a one or two day 


period . 


AOA 


CONCLUDING THOUGHTS 

We are not too happy with quartz as an absolute CTE standard. The 
larger than expected quartz CTE values could be due to relatively large 
thermocouples having 40 x 60 mil insulation over 12.5 mil wire, forcing 
the junction slightly toward ambient. Also with these thermocouples 
mounted on the bottom of the sample some bowing could also contribute 
to the increased CTE. 

The ambient (20‘’C) CTE of quartz taken from the Amersil specification 
sheet is 2.4 x 10 ^/°F. The 3 x 10 ^/“F used here is the usually quoted 
value for quartz, but evidently refers to slightly higher temperatures. 
Thus the error in Figures 6, 6a, and 6b is about 30% larger than shown. 

We feel 90% confident that our G/E CTE results do not error by more 
than -20% or +50% from 0 to 125°F. Below 0°F this confidence drops to 
80% for the following reason. With the CTE decreasing with temperature 
for most materials, including quartz and G/E, the true CTE at the center 
temperature is slightly smaller than the stated value due to warmer parts 
of the sample having an exaggerated contribution, e.g. see Figures 12 
through 18. If the outside 30% of the quartz sample has a 1.5 x larger 
CTE due to a 60“F higher temperature, then our measured CTE would be 1.15 
X too high in some temperature range. If the outside 20% of the G/E 
sample has a 5 x larger CTE due to a 60“F higher temperature there, 
then (around -25°F) our measured CTE would be about 2 x too large. Below 
-AO^F the ideal strain vs. T curves should flatten very much, since ours 
does not flatten, the CTE is not approaching zero as fast as considered 


above and the 2 x may be 1.4 x or less. 



The Ideal AL vs. T curve for G/E has a knee around 0‘F Just below this 
knee -25 t 25°? Is where the above 1.4 x contribution should be greatest. 

At other temperatures the contribution Is probably negligible as In the 
case of quartz. In fact the CTE Is slightly smaller starting at near 
ambient. In other words some of the AL decrease which should have occurred 
near ambient Is occurring where the center temperature Is about 0*F. 

This means that each run should extend down to -100“ F to see if a knee 
Is there and only then could a correction be applied at about '*25“F. 

The ambient overnl, nt recovery to the original sample length shown in 
Fig. 7 C is comforting from the standpoint of building long life space 
structures. That is the length will probably not tend to "walk” or creep 
indefinitely for more than one or two PPM, in spite of the fact that the 
cycle is over 20 to 30 PPM, if allowed to recover at ambient for about a 
day. The above reversibility (on a 20 hour time scale) contradicts the 
irreversibility findings of Eselun et . al.^ for one term of the equation 
on page 30. However, they may not be measuring on a 24 hour time scale 
and their sample is slightly different from ours. 

CONCLUSION 

Through this report doubts about the overall CTE system have been raised 
for consideration, however all in all the changing CTE measurements are 
thought to be rather accurate (+50% to -20%) and the differences from run 
to run, and in comparison to the vendor, are thought due to G/E sample 
moisture content variation. The sample had been removed from its 
wrapping (paper) about 3 montfis prior to run 1 in Fig. 4. 
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